
JOHNDOE
Patient

General Base FVC

PERFORMED:  09/12/2020 21:08:49 
mike (Administrator)

SITE:  St JohnsGROUP:  -

Pulmonary Function Report

John David Doe

Good SessionAcceptability186.0cm; 73.2inHeightJDOEAlternate ID

Pneumotrac Model-6800Device Name27.7BMIMaleSex at Birth

PN06028Device SerialNon SmokerSmoking40.90Age

04/12/2020 16:46:00AccuracyGLI CaucasianPredicted Set15/01/1980Date of Birth

17.5°CTemperature100 %Correction FactorCaucasianPopulation

5Num of Tests96.0kg; 211.6lbWeight

Predicted ULNBase

-5 -4 -3 -2 -1 0 1 2 3

LLN

FVC

FEV1

FEV1/FVC

21:15:4921:17:3621:08:49

Test 3Test 5Test 1

BaseValues at BTPS

6.026.296.34108.75%0.694.646.34FVC (L)

4.534.614.5799.35%-0.053.674.61FEV1 (L)

0.750.730.72--1.150.700.73FEV1/FVC

0.730.740.73--0.990.700.74FEV1/VC

7.9410.6311.44---11.44FET (s)

7.798.848.8681.50%-1.308.388.90PEF (L/s)

0 blow(s)1 blow(s)0 blow(s)1 blow(s)0 blow(s)0 blow(s)0 blow(s)AA0.04L (0.87%)0.05L (0.79%)

FVC
Rejected

EOFE
Unacceptable

FIVC-FVC
No Flow
Plateau

FEV1
Rejected

Cough in
1st sec

Slow Start
FEV1
Grade

FVC
Grade

FEV1 Rep:FVC Rep:

Session Quality and Repeatability

21:05:3621:07:3821:06:55

Test 1Test 3Test 2

Base VC

6.126.206.24107.035.834.646.24VC (L)

3.313.353.6482.534.163.013.43IC (L)

-Estimated Lung Age

Computer interpretations cannot be relied upon for diagnosis. Normal Spirometry.GOLD ATS/ERS

-User

Interpretations

-

Session Notes
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